, we tested 734 samples obtained from nasopharyngeal swab or nasal swab using rapid antigen test (SD Influenza Antigen, Standard Diagnostics, Inc., Korea) and multiplex PCR (Seeplex FluA ACE Subtyping, Seegene, Korea). We also tested 224 samples using the AdvanSure real-time PCR (LG Life Sciences, Korea) to compare the results obtained using real-time PCR with those obtained using multiplex PCR. Furthermore, 99 samples were tested using the AdvanSure real-time PCR and the AccuPower real-time PCR (Bioneer, Korea).

